LogIT 30 Lab for PC Windows 
Starter Software 

OEM - SINGLE USER VERSION | 


IMPORTANT 

ONLY FOR SUPPLY WITH A NEW LOGIT DATA LOGGER 

Please read these instructions before opening 
the seal on your software pack. 

This pack contains LogIT Lab for PC Windows datalogging & control 
software. 

•Computer requirements 

486 or better PC compatible computer running Windows 3.10, 3.11, 
95, 98 or NT 4.0 with 8Mb memory (4Mb is OK if running Windows 3.1) 
and 3Mb of free hard disk space. Also requires a free serial port to 
connect the data logger 

•Software installation 

Simply double click on the file SETUPEX.EXE and follow the on screen 
instructions or select RUN from the START MENU and enter a:\SETUPEX 
followed by OK. The software will then install using the Install Wizard. 

•Compatibility 

The software is compatible with all current LogIT dataloggers including 
LogIT SL, LIVE and DataMeter 1000. 

•Cable 

A special PC Link Cable is required to link each computer to a LogIT 
data logger. 

•License 

This is a single user license version of the starter software and can only 
be installed and used on one computer at any time. A site license 
version is available - please contact your supplier or DCP for details. 
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